HREATH ALCOHOL PROGE B

. ’a)mplete this report in duplicate at the time of the regular monthly preventive maintenance cj@gqund/Whenever mstrument
is repaired, Send copy to Department of Health; retain original in department file.

DATAKASTER SN & . . i_‘“‘ 3‘% o ﬁA?’% QF IN;SFECTIDN
LCCATION OF INSTHUMEQ(S’TREET AB\I§CIW) TIME OF II:S(PRECTgc'Q
/000 M, BoONILE . PRBSEEIEL D v ((SBREG D 1212

CHECKLIST: Place a check {v) to the left of each item if found to be satisfactory or if oparating within established limits. (Write
in observed values where determined.} Unchecked items must be corracted before using instrument.

E/DIAGNOSTIC CHECK {PRINTOUT ATTACHED)

[ COMPUTER L DETECTOR

04 PROGRAM [ FiLTERS

[ HEATERS SAMPLE cHAMBER _ 9% 0 _ [ QUARTZ STANDARD
X FLow DETECTOR O EALIBRATION

[ PUMP HIGH SPEED [UPRINTER

[INDICATOR LIGHTS

(W TIMEAND DATE |7 |2 /4, -2-09

[ SIMULATOR TEMPERATURE (34 °c £02°C) [Yec

[\B/CALIBHATION CHECK - _ . 7 K
Run three tests using a standard solution. All three tesis must be within £ 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding to the standard soiution bemg used. (PRENTOUT ATTACHED) (USE
RECIRCULATION PUMP)

[B/o.wo% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[l 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 # /5QQ =, TEST2 1 . O 7 | TESTS‘I"' oSS <

[B/PERFOFIM R.F.l. TEST (PRINTOUT ATTACHED)

m/NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

(.05-.09) 7 ﬂ‘(.10-.14) 26 ](,15--19) \S

(Over.19) § (5

REFUSALS \Q( ] (0-.04) [,l

List any new parts and describe any alteration or modification that was mads o restore the instrument to operate satisfactorily
and within established limits (use other side if necessary)
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AN EQUAL QPPOARTUNITY/AFFIRMATIVE ACTICH EMPLOYER Lab.-118

MO 580-1468 (8-84)
servicey provided on & nondisceiminatory basly .




REPCO MARKETING INC.

3101.488 STONYBROOK DRIVE
RALEIGH, M.C. 27804
319.876.-5480

CERTIFICATE OF ANALYSIS
Random samples of lot number 88002 of Alcohol Certified Solution for

simulator were analyzed by an independent laboratory utilizing a gas
chromatograph and found to contain .1209 gms/dl wt. /vol. ethyl alcohol.

The alcohol and distilled water used in the solution were found to be
free of any interfering substance,

When used in a calibrated simulator, operating at 34 ¢ +/-2 ¢, this solution

will give an alcohol breath test instrument reading of 100 percent BAC +- 2% or
.002 BAC ( whichever is greater),

The expiration date for this ot number js October 13, 2010 at 11:59PM.

This document is a true tepresentation of the original Certificate of Analysis.

Nt 5

Cecil B, Garner, President
RepCo Marketing, Ine,

Form RG-01
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State of Missouri |
DEPARTMENT OF HEALTH

PERMIT
TYPE |I

SHAWN CT.AWSON

is hereby authorized to instruct and supervise. operators, train m:m::oﬁoa__m:mvmﬂ_.
- calibrate, perform field repairs, and operate the following breath analyzer(s):

'DATAMASTER;INTOXILYZER 5000

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air. issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

07/23/08 - [ & Pt
Date mNON 16 - Director of State Public Health rmaoqm»oé
Number . TR S e
07/23/2010
Expires

_ - Director, Department of Health
MO 580-0771 (7-88) Lab. 4 (R7-88)



